Compartment syndrome: a complication of use of the MAST suit.
A case of compartment syndrome following the use of a MAST suit is reported. The most significant factor in its development is prolonged application combined with severe hemodynamic compromise. Amputation was performed or death occurred in 50% of reported cases. Compartment pressure monitoring should be done in patients who require a MAST suit for more than 4 h.